Standardization of platelet function tests.
Methods for the standardization of several currently used platelet function tests (bleeding time, capillary fragility, platelet retention, platelet aggregation, platelet factor 3, and platelet volume profiles) are presented, Different variables than may interfere with the reproducibility of the results of each assay were identified and standardized. Using the standardized techniques, the range of normal values for each test was determined in a large population of normal volunteers and used to identify disease states by comparing patient results with those of the normal population. A format for presenting the entire profile of platelet function parameters is proposed.